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The collective data associated with this article presents the biaxial
mechanical behavior for six smaller, delimited regions of the mitral
valve and tricuspid valve anterior leaﬂets. Each data set consists of
ﬁve columns of data, speciﬁcally: (i) biaxial testing protocol ID, (ii)
circumferential stretch, (iii) radial stretch, (iv) circumferential
membrane tension, and (v) radial membrane tension. For further
elaboration regarding methodologies or results of the biaxial me-
chanical characterization please refer to the companion article
Laurence, 2019.
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Speciﬁcations Table
Subject area Mechanical Engineering
More speciﬁc subject area Biomechanics of Biological Materials
Type of data Text Files (.txt)
How the data was acquired Biaxial Mechanical Testing
Data format Analyzed
Experimental factors Leaﬂet type (MVAL: mitral valve anterior leaﬂet, TVAL: tricuspid valve leaﬂet), leaﬂet region (A,
B, C, D, E, F), tissue direction (circumferential and radial), tissue loading rate (2.29 N/min),
testing temperature (37C)
Experimental features Employed biaxial testing methods to characterize the anisotropic mechanical responses of six
tissue regions of the MVAL and TVAL
Data source location Norman, OK, United States
Data accessibility All data are presented along with this article.
Related research article D. Laurence, et al., An investigation of regional variations in the biaxial mechanical properties
and stress relaxation behaviors of porcine atrioventricular heart valve leaﬂets, J. Biomech. 83
(23), 2019, 16e27.
Value of the data
 Quantiﬁcation of regional variances in the mechanical behavior of the mitral and tricuspid valve anterior leaﬂets.
 Reﬁnement of computational models to consider leaﬂet tissue regional mechanical heterogeneities.
 Reference for the development of heart valve repair and replacement therapeutics.
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The data presented in this document provide the mechanical response of six small regions (A, B, C,
D, E, and F) of both the mitral valve anterior leaﬂet (MVAL) and tricuspid valve anterior leaﬂet (TVAL).
Each data set starts with the specimen's thickness (ﬁrst row) and the effective specimen size (second
row) and follows by ﬁve columns of data. The ﬁrst column provides a value from 1 to 5, which
correspond to the loading protocol ID, i.e., Tcirc:Trad ¼ 1:1, 0.75:1, 1:0.75, 0.5:1, and 1:0.5, respectively.
Here, Tcirc and Trad are the membrane tensions in the circumferential and radial directions, respectively.
The second and third columns provide the stretch values with respect to the circumferential and radial
directions (lcirc and lrad). The fourth and ﬁfth columns provide the membrane tension values (N/m) in
the circumferential and radial directions (Tcirc and Trad). The collective data consists of 10e13 data sets
for each of the six MVAL/TVAL tissue regions. Variations of the number per tissue region may result
from the dissected tissues being too small for testing, testing failure due to system error(s), or failed
mechanical testing owing to tissue tearing. Two sample sets of data for all six tissue regions of the
MVAL and TVAL [1] are provided in Figs. 1e2 and in Figs. 3e4, respectively.2. Experimental design, materials, and methods
2.1. Tissue retrieval and storage
Porcine hearts were obtained from a local FDA-approved slaughterhouse (Country Home Meats,
Edmond, OK), transported to the laboratory, and cleaned of blood clots before being stored in a
standard freezer at 14 C [2e4].
2.2. Tissue dissection and segmentation
For dissection, the hearts were slowly thawed in a bath of warmwater and dissected to retrieve the
MVAL and TVAL tissues (Fig. 5a). Each leaﬂet was then segmented into six smaller regions of a
6  6 mm dimension (Fig. 5b) to quantify the regional variations in the tissue's mechanical properties
Fig. 1. First example data (MVAL112) of membrane tension versus stretch mechanical responses for the six MVAL regions under all
ﬁve loading protocols. (Every fourth data point was plotted for visualization purposes.) t denotes the tissue specimen's thickness used
in calculation of the ﬁrst-PK stress.
Fig. 2. Second example data (MVAL120) of membrane tension versus stretch mechanical responses for the six MVAL regions under
all ﬁve loading protocols. (Every fourth data point was plotted for visualization purposes.) t denotes the tissue specimen's thickness
used in calculation of the ﬁrst-PK stress.
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a labelled container of phosphate buffered saline (PBS), and stored in a refrigerator at 4 C until testing
within two days [5].
Fig. 3. First example data (TVAL110) of membrane tension versus stretch mechanical responses for the six TVAL regions under all
ﬁve loading protocols. (Every other data point was plotted for visualization purposes.) t denotes the tissue specimen's thickness used in
calculation of the ﬁrst-PK stress.
Fig. 4. Second example data (TVAL111) of membrane tension versus stretch mechanical responses for the six TVAL regions under all
ﬁve loading protocols. (Every other data point was plotted for visualization purposes.) t denotes the tissue specimen's thickness used in
calculation of the ﬁrst-PK stress.
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For biaxial mechanical testing, the 6  6mm tissues were mounted to a commercial biaxial testing
system (BioTester, CellScale, Waterloo, ON, Canada) to create an effective testing region of 3.5 3.5mm.
Care was taken to ensure the principal tissue directions (i.e., circumferential and radial directions)
Fig. 5. Experimental photos for demonstrating the regional segmentation process from (a) the whole leaﬂet (the TVAL as shown) to
(b) the six smaller segmented regions used for testing.
D. Laurence et al. / Data in brief 24 (2019) 103961 5aligned with the axes of the testing system (i.e., X- and Y-directions). Then, a square array of ﬁducial
markers was applied to the central one-third of the mounted tissue using a surgical pen for optical-
based strain calculations. The tissue was submerged in a bath of PBS at 37 C and subjected to
biaxial mechanical testing as discussed in the next subsection.
2.4. Biaxial mechanical testing
The biaxial testing consisted of an equi-biaxial preconditioning protocol to exercise the tissue to its
in vivo state, and ﬁve testing protocols with loading ratios of Tcirc:Trad ¼ 1:1, 0.75:1, 1:0.75, 0.5:1, and
1:0.5. Themaximummembrane tension values of 100 N/m for theMVAL and 50 N/m for the TVALwere
chosen based on the previous investigations [6,7]. Each protocol consisted of eight repeated loading/
unloading cycles with data collected from the load cells and high-resolution CCD camera at a rate of 15
Hz. The data from the last loading cycle was used in subsequent stress and strain calculations as
described in the next subsection.
2.5. Tissue stress and strain calculations
First, the images from the last cycle of each protocol were tracked using the data image correlation
methods of the testing system's software to provide the time dependent locations of the four ﬁducial
markers. Then, the ﬁducial markers were treated as a four-node bilinear ﬁnite element to compute the
deformation gradient F using [8e10].
F¼ FðX; tÞ ¼ vxðX; tÞ
vX
¼
2
4
X4
I¼1BXIðXÞuIðtÞ
X4
I¼1BYIðXÞuIðtÞX4
I¼1BXIðXÞvIðtÞ
X4
I¼1BYIðXÞvIðtÞ
3
5: (1)
Here, the BXI's and BYI's are the shape function derivatives for node (marker) I in the X- and Y-directions,
respectively, and the uI's and vI's are the corresponding nodal (marker) displacements. The deformation
gradient was then used to compute the right Cauchy-Green deformation tensor C and Green-
Lagrangian strain tensor E by
C¼ FTF and E ¼ 1
2
ðC IÞ; (2)
D. Laurence et al. / Data in brief 24 (2019) 1039616where I is the second-order identity tensor. The stretch values in the testing directions (lcirc and lrad)
were calculated by taking the square roots of the principle values of C.
The correspondingmembrane tension values (Tcirc and Trad) were calculated using the load cell force
readings and the effective testing edge length of 3.5 mm:
diag½Tcirc; Trad ¼
1
L
diag½fcirc; frad; (3)
where fcirc and frad are the applied forces in the circumferential (X) and the radial (Y) directions,
respectively, and L is the effective testing edge length. For comparisons of this data to other stress
values, the membrane tension values can be converted to the 1st-Piola Kirchhoff stress tensor P, the
2nd-Piola Kirchhoff stress tensor S, or the Cauchy stress tensor s using
P¼1
t

Tcirc 0
0 Trad

; S ¼ F1P; and s ¼ J1PFT : (4)
Here, t is the tissue thickness and J is the Jacobian of the deformation tensor F.
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